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Request for Bids                Purchasing Department  
Sterilizing Autoclave- BIA                           73 Harlow Street    
Bid No.: B16-012 REBID                          Bangor, Maine 04401
                                  207-992-4282 
Issue Date: August 28, 2015    
     
 
I. Introduction 
 
The City of Bangor requests bids to furnish and deliver one (1) sterilizing autoclave delivered FOB 
Destination to the Bangor International Airport, at Bangor Airport Food Services, 61 Florida Avenue, 
Bangor, Maine 04401.  The equipment and all attachments must comply with the specifications 
noted in this request. 
 
II.    General Information 
 
General information is available on the City’s website at the following web 
address: www.bangormaine.gov/proposals. By submitting a response to this solicitation, the 
bidder accepts the responsibility for downloading, reading and bidding by the terms and 
conditions set forth in the City’s “General Information for Vendors”. All questions shall be 
directed in writing to bids@bangormaine.gov.  
 
III. Submission 
 
To be considered, please return pages three (3) through five (5) including the Bid Form (page 
5) in an envelope clearly marked “Bid No.: B16-012: Sterilizing Autoclave-BIA” by 2:00 
PM, Friday, September 11, 2015, to the Purchasing Department, City Hall, 73 Harlow 
Street, Bangor, Maine 04401. 
 
Bids may also be submitted via email by using the link at the top of this page or by sending 
to: bids@bangormaine.gov. If emailing bid, please reference “Bid No.: B16-012: Sterilizing 
Autoclave- BIA” in the subject line. Bids will be publicly opened at the time stated above.  
 
IV. Questions 
 
Any questions must be directed in writing to bids@bangormaine.gov no later than 4:30 PM, 
Friday, September 4, 2015. 
 
The City will issue a response to any questions or inquiries submitted in writing by the date 
above, on or before 4:30 PM, Tuesday, September 8, 2015. The response will be in the 
form of an addendum, which will be available on the City’s website. 
 

http://www.bangormaine.gov/proposals
mailto:bids@bangormaine.gov
mailto:bids@bangormaine.gov
mailto:bids@bangormaine.gov
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V.      Award 
 
The bid award will be based on one or more of the following: 

 
 Price of the unit offered and cost of replacement parts. 

 
 Quality and performance of the unit offered. 

 
 Availability of the unit. 

 
 Prior history or experience with the Bidder, and prior history or experience with the 

unit offered. 
 
VI. Information for Bidders 
 
The specifications listed represent the City’s basic requirements for the unit requested. The 
specifications should be viewed as a guideline for the City’s needs and not an absolute minimum 
or maximum requirement. Alternate specifications will be considered.  
 
Pages three (3) through five (5) of this request must be completed and returned with all 
questions answered in order to be considered.  
 
Alternate specifications will be considered subject to approval. All bids must include a 
comprehensive list of any exceptions to the specifications as noted herein for each component 
of the vehicle.  Any unapproved exceptions found in the delivered equipment will be cause for 
rejection of that equipment.  
 
The entire unit and all equipment must be thoroughly inspected, serviced and ready for use 
upon delivery to the Airport, in accordance with bid proposal. All work performed must meet 
established industry standards of quality to be acceptable. Any unacceptable work must be 
corrected before payment is issued. 
 
Equipment must meet all applicable Federal and State of Maine safety regulations.  
 
The right is reserved to reject any or all bids, to waive informalities or defects in bids, or to 
accept a higher cost bid if such action is deemed to be in the best interest of the City of 
Bangor.  
 
 

 
 
 
 
 
 
 



Bid No.: B16-012                                     Page 3 of 5                                             Sterilizing Autoclave-BIA 

 
Vendor Name:  ______________________________ 

VII. Specifications 
 
The Specifications listed below under "Requested Specifications" represent the City's basic 
requirements for a Gravity or Vacuum Sterilizing Autoclave requested. The specifications should 
be viewed as a guideline for the City's needs and not an absolute minimum or maximum 
requirement.   
 
Alternate specifications will be considered but may not be accepted. New or pre-owned (used 
and/or refurbished) unit offers will be considered. The City will purchase the equipment that 
will best meet the requirements of the Bangor International Airport.  
 
All bids must include a separate list of likely replacement parts or components that are crucial 
to the operation of the vehicle and their cost to the City.  
 
All bids must include a current list of customers/users of the equipment offered in this bid. 
 

                                      
Note: The following specification forms must be completed and returned with the 
Bid Form. Failure to do so may result in disqualification. 
 

Requested Specifications     
   
• Unit must be operated by a boiler supplied by the Airport, for both high pressure and low 

pressure steam. (See attached Columbia Boiler specifications)     
 

• Type of material to be processed: Regulated garbage    
 
• Planned disposal method of processed waste: Landfill     

  
 

• Unit must be delivered ready to utilize monitoring system for time and temperature testing. 
         

Meets Spec: Yes _____No ______ 
 
Other system requirements 

 
• Complete set of operating, maintenance and parts manuals = hard copy and/or CD versions

    
• Maintenance and Unit Operation training must be provided by manufacturer or bidder prior 

to taking delivery (either at the manufacturer plant or at delivery point)  
     

Meets Spec: Yes _____No ______ 
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Sterilizing Requirements             Proposed Requirements 
 

• Carbon steel sterilizer    _____________________________________ 
 

• Minimum 5 cubic yard/750 pound capacity _____________________________________ 
 

• (4) Standard aluminum carts included 
 with unit      _____________________________________ 
 

• Hydraulic cart lift included with unit  _____________________________________ 
 

• Steam inlet valve    _____________________________________ 
 

•  Steam vent valve     _____________________________________ 
 

• (1) Aluminum pull-out drawer   _____________________________________ 
 
 
Safety requirements 
    

• Quadruple door lock minimum   _____________________________________ 
 

• Wedge lock door design   _____________________________________ 
 
 
 Warranty       

 
• Minimum of one (1) year warranty on  

complete unit     _____________________________________ 
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Bid Form                           Bid Deadline: 
Sterilizing Autoclave- BIA                  2:00 PM, Wednesday 
Bid No.: B16-012- REBID                       September 11, 2015 
 
Notes:  
 Equipment must be bid by using this Bid Form. Pages three (3) through five (5) of this 

request must be completed and returned with all questions answered.  
 If there are any exceptions in the unit, a complete list of such exception must 

accompany all bids.  
 Please note manufacturer, model, and year manufactured of all the major components 

of the proposed vehicle. 
 

Failure to comply with the above may result in disqualification. 

 
Business Name:  
Street or PO Box:  
City, State, Zip:  
Telephone Number:  
Fax Number:  
Email Address:  
Signature:  
Contact Name:  
Title:  Date:  

 
    

Item Description Total Bid Amount 

1 Sterilizing Autoclave            $_________ 

 
Year:                 Make:                                       Model: 

Estimated delivery after receipt of order:   
Warranty Terms:  
 

Does the unit proposed meet the requested specifications?  ____ Yes  ____ No 
Price must include all miscellaneous charges: fuel, transportation etc.  

No other charges w ill be accepted. 
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